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Work Name Sample Oprator Mitutoyo
Measuring Tool SurfTest Comment Ver2.00

Standard ISO 1997 N 2
 Profile DF Cut-Off 0.8mm

λs 2.5µm Filter GAUSS

Ra 0.999  µm
Rz 8.558  µm

CERTIFICATE OF INSPECTION
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NO-BAC S-Graph Copyright (C) 2013 Mitutoyo Corporation
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